The magnetic-distortion probe: Velocimetry in conducting fluids by Miralles, Sophie et al.
The magnetic-distortion probe: Velocimetry in
conducting fluids
Sophie Miralles, Gautier Verhille, Nicolas Plihon, Jean-Franc¸ois Pinton
To cite this version:
Sophie Miralles, Gautier Verhille, Nicolas Plihon, Jean-Franc¸ois Pinton. The magnetic-
distortion probe: Velocimetry in conducting fluids. Review of Scientific Instruments, American
Institute of Physics, 2011, 82, pp.095112. <10.1063/1.3630949]>. <hal-01140480>
HAL Id: hal-01140480
https://hal.archives-ouvertes.fr/hal-01140480
Submitted on 9 Apr 2015
HAL is a multi-disciplinary open access
archive for the deposit and dissemination of sci-
entific research documents, whether they are pub-
lished or not. The documents may come from
teaching and research institutions in France or
abroad, or from public or private research centers.
L’archive ouverte pluridisciplinaire HAL, est
destine´e au de´poˆt et a` la diffusion de documents
scientifiques de niveau recherche, publie´s ou non,
e´manant des e´tablissements d’enseignement et de
recherche franc¸ais ou e´trangers, des laboratoires
publics ou prive´s.
REVIEW OF SCIENTIFIC INSTRUMENTS 82, 095112 (2011)
The magnetic-distortion probe: Velocimetry in conducting fluids
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A new type of velocimeter, capable of local velocity measurements in conducting fluids, is intro-
duced. The principle of the “magnetic-distortion probe” is based on the measurement of the induced
magnetic field by the flow of a conducting fluid in the vicinity of a localized magnetic field. The new
velocimeter has no moving parts, and can be enclosed in a sealed cap, easing the implementation in
harsh environments, such as liquid metals. The proposed method allows one to probe both the con-
tinuous part and fluctuations of the velocity, the temporal and spatial resolution being linked to the
actual geometric configuration of the probe. A prototype probe has been tested in a gallinstan pipe
flow and in a fully turbulent flow of liquid gallium generated by the counter rotation of two coaxial
impellers in a cylinder. The signals have been compared to a reference potential probe and show very
good agreement both for time-averaged velocities and turbulent fluctuations. The prototype is shown
to detect motion from a few cm s−1 to a few m s−1. Moreover, the use of the magnetic-distortion
probe with large-scale applied magnetic field is discussed. © 2011 American Institute of Physics.
[doi:10.1063/1.3630949]
I. INTRODUCTION
Velocity measurement in electrically conducting liquids
is an important issue for control and characterization of flows
in various situations, ranging from geophysical flows to liq-
uid metals flows in metallurgy. In the industry, metal cast-
ing processes require a fine control of the details of the metal
flow and, thus, precise and reliable liquid metal flow mea-
surements. In the fission-nuclear industry, cooling of the core
could be achieved with flows of liquid Na or NaK in fast neu-
tron breeder reactors. Precise and reliable liquid metal flow
measurements in the cooling circuitry are thus extremely im-
portant for safety issues. On the limit of low-conductivity flu-
ids, some of the food-processing industry processes also rely
on the measurements of flows in such liquids. Besides these
industrial applications, scientific experiments focussing either
on fine characterization of magnetohydrodynamic (MHD) tur-
bulence or on the understanding of the dynamo instability
also require precise flow measurements. We propose here
a new velocimeter for conducting fluids, with no electrode
contact with the fluid, unlike usual velocimeter in conduct-
ing fluids. The usual flow measurement techniques, mostly
developed to probe velocity fields in water, are usually re-
stricted to media transparent to optical wavelengths. Among
these are the Schlieren technique, particule image velocime-
try, laser Doppler velocimetry, and particle tracking. Unfortu-
nately these methods cannot be applied to liquid metals which
are opaque to optical or near-optical wavelengths. However, a
number of flow measurements methods in conducting fluids
have been developed over the past decades. These methods
can be divided as (integral) flow-rate measurements or (local)
velocity probes.
A number of integral flow meters are adapted from
non-conducting fluids: momentum-based (such as turbines),
pressure-based, or counter-based (measurement of pressure
drop or Strouhal number downstream an obstacle). Electro-
magnetic flow meters are widely used, either measuring the
induced current in the presence of a dc applied magnetic field
or measuring the induced magnetic field in the presence of an
ac applied magnetic field from a flowing conducting fluid.1
Recently, Thess et al.2 proposed a method based on the mea-
surement of the back reaction of the flow to a permanent mag-
net located outside a channel flow; however, the temporal res-
olution of this method has not been investigated, but might be
limited due to inertia.
Local velocity measurement methods are briefly intro-
duced here, but readers are referred to Ref. 3 for a detailed
introduction to the field. Non-invasive methods are restricted
to ultrasonic methods,4, 5 x-ray radiography,6 or magnetic
tomography7 in the presence of a large-scale magnetic
field. They provide the flow structure without perturbing
the fluid, but usually require difficult and costly operation.
Invasive probes consist of reaction-force probe,8 hot wire
probes9 (usually restricted to low velocities), or potential
difference probes,10 which all require either moving parts or
electrodes in contact with the fluid. Besides limitations linked
to the intrinsic invasiveness of the probes, various practical
limitations of these devices are due to temperature, chemical
aggressiveness, or electrode pollution (that cannot be easily
observed in these opaque fluids).
In this article, we present a new local measurement
method based on the interpretation of the magnetic induc-
tion from a conducting fluid flow in the presence of a lo-
calized magnetic field. Since the velocity is inferred from
distortion of a locally applied magnetic field from a flow-
ing electrically conducting fluid, the probe has been named
“magnetic-distortion probe.” The main asset of the “magnetic
distortion probe” is that neither moving parts nor electrical
contact with the fluid is necessary, thus easing the assembly,
the operation, and the reliability of the probe. The magnetic-
distortion probe has been calibrated in a gallinstan pipe flow
and compared to a reference potential difference probe in a
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fully turbulent gallium flow. The agreement between the mea-
surements of the two probes is excellent both for the contin-
uous part and for low frequencies fluctuations of the veloc-
ity components. The principle of the probe is described in
details in Sec. II. The gallinstan pipe flow and the turbulent
von-Kármán gallium flow are also described in Sec. II. The
calibration of the magnetic-distortion probe is discussed in
Sec. III, and shows a very good agreement with theoretical
calculations. The response of the magnetic-distortion probe in
fully turbulent gallium flows is analyzed in Sec. IV both for
time-averaged velocities and dynamical response to turbulent
fluctuations. Since the method relies on the interpretation of
the induction signal, a limitation arises in presence of spurious
magnetic field. For instance, parasitic magnetic fields may be
induced from gradients of the fluid motion in the presence of a
large-scale applied magnetic field. This case is investigated in
Sec. V, and a simple correction scheme is shown to accurately
cancel the large-scale induced magnetic fields, enhancing the
operational range of the probe. Conclusions and perspectives
are developed in Sec. VI.
II. PRINCIPLE OF THE APPARATUS AND
EXPERIMENTAL SETUP
The physical principles underlying the magnetic-
distortion probe are described in the following subsection II
A. Then, the probe design and integration are discussed in
Subsection II B. Eventually, the two gallium flows where the
probe has been tested and calibrated are presented in Subsec-
tion II C for the pipe flow (in Perm, Russia) and in Subsec-
tion II D for the turbulent von-Kármán gallium flow (in Lyon,
France).
A. Probe principle
In presence of a time-independent imposed magnetic
field B0, and in the limit of small magnetic Reynolds num-
ber regime (e.g., when the induced field b is small compared
to the applied field B0), the induction equation reads
∂b
∂t
= (B0.∇)u − (u.∇)B0 + λb, (1)
where u is the conducting fluid velocity and λ = (μ0σ )−1 is
the magnetic diffusivity with μ0 the magnetic permeability
of vacuum and σ the electrical conductivity of the fluid. In
the remaining of the manuscript, the notation of the magnetic
field will be B for the total magnetic field (i.e., the applied
magnetic field and the induced magnetic field) and b for the
induced magnetic field.
The principle of the magnetic-distortion probe11 is to
measure the source term (u.∇)B0 in the induction equation,
which is proportional to the fluid velocity. The (u.∇)B0 is the
dominant source term of the induction equation when the gra-
dient scale of the imposed magnetic field is smaller than the
gradient scale of the velocity field.
The case of a stationary and uniform velocity field in
presence of a small magnetic dipole is the simplest case where
this assumption holds. The induced magnetic field has been
computed in Ref. 12 for this situation. The geometry used in
FIG. 1. (Color online) (a) Sketch of the probe assembly showing only two
Hall-effect sensors and two tungsten electrodes. The magnetic distortion
probe consists of a permanent magnet and magnetic sensors (Hall-effect sen-
sors) probing the induced magnetic field. A reference potential probe is in-
serted at the same location. (b) Geometry of the magnetic distortion probe
used for calculations.
the present manuscript is adapted from Ref. 12 and is recalled
in Fig. 1(b). A small permanent magnet, modeled by a dipole
m is set close to a semi-infinite uniform flow of electrically
conducting fluid. The material at rest is perfectly insulating.
The induced magnetic field at location P(x1, 0, h) in the pres-
ence of a uniform fluid translation with constant velocity ux
in half space z < 0 reads
bx (x1, 0, h)=−μ
2
0mσux
16πx21
sin2
(α
2
)
[4 + 3 cos(α) + cos2(α)],
(2)
by(x1, 0, h) = 0, (3)
bz(x1, 0, h) = −μ
2
0mσux
16πx21
sin3(α), (4)
where α is the angle introduced in Fig. 1(b) and defined as
tan(α) = x1/(h + h′). These calculations show that, in pres-
ence of a flowing conducting fluid, each component of the
induced magnetic field perpendicular to the magnetic dipole
is proportional to the velocity component in the same direc-
tion. Our magnetic-distortion probe relies on the proportion-
ality of the induced magnetic field with the velocity field. We
will show in the following sections that the measurement of
a component of the induced magnetic field, close to a small
permanent magnet, is indeed a measurement of the local flow
velocity. A complete calculation in the presence of a physical
boundary layer and with a temporally and spatially fluctuating
velocity field is beyond the scope of the present article, but we
will show and discuss, from experimental data, the validity of
the method.
B. Probe prototype design
The magnetic-distortion probe prototype consists of a
small NdFeB permanent magnet of size 2 × 2 × 10 mm
magnetized along its main axis. The strength of the magnetic
field at the magnet surface is 2000 G (0.2 T), and its direction
is sketched in Fig. 1(a) with vector Bm, along the z direction.
Four integrated Hall-effect sensors (Micronas HAL 401),
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placed a few mm apart of the magnetic dipole, probe the
magnetic field in the two perpendicular directions to the
dipolar applied magnetic field (refer to Fig. 1(a), where only
two sensors, probing Bx1 and Bx2 are displayed for the sake
of clarity). As explained in the previous subsection, the x
component of the induced magnetic field is proportional
to the x component of the velocity field. With four Hall
sensors, the prototype magnetic-distortion probe is a two-axis
velocity probe, measuring the ux and the uy velocity compo-
nents (an extension to a three-axis velocity probe would be
straightforward). The signals from the magnetic sensors are
fed into AD8221 amplifiers with a gain of 10, and in order
to amplify the physical signals and reduce the influence of
external parameters (such as temperature) on offset values,
our magnetic-distortion probe is built as a pseudo-differential
probe: the signals are recorded as the difference between two
opposite Hall-effect sensor (i.e., the computation of bx2 − bx1
enhances the sensitivity to ux). In the case of a perfectly
symmetric device, the difference Bx2 − Bx1 cancels out the
applied field and is equal to bx2 − bx1 and, thus, directly
proportional to the velocity ux. Due to small asymmetries,
ones proceeds to a reference measurement Brestx2 − Brestx1 in
the absence of fluid motion, that is always subtracted to the
measurements. At the sensor location, the x-component of
the imposed field is of the order of 20–80 G, and the induced
component is of the order of a few hundredths to a few gauss
in the investigated flows; the noise standard deviation of the
Micronas HAL 401 corresponds to 0.02 G.
In order to compare the dynamical response of the
magnetic-distorsion probe, our prototype design incorporates
at the same location a reference potential probe (note that
this reference potential probe was only implemented in the
von-Kármán gallium flow). Potential probes have widely
been used for velocity measurements in different operating
conditions3 and the characteristics of our design has been de-
scribed in details in Ref. 13. Four tungsten electrodes (diam-
eter 500 μm, length 2 mm) are set along the magnet sides –
for the sake of clarity only two electrodes are displayed in
Fig. 1(a). The difference of potential v between these two
electrodes (spaced by distance d ∼ 2 mm) probes the local
velocity field. In Fig. 1(a), the potential difference v probes
the electric field in the y direction, which is proportional to
the x-component of the velocity ux, v =
∫ d
0 (ux × Bm) · dl.
Our setup, thus, allows a 2-axis reference potential differ-
ence measurement of the velocity in the plane perpendicular
to the axis of the magnet.
The probe assembly is housed in an electrically grounded
stainless steel tube and the surface in contact with the liquid
metal was covered by a thin layer of Stycast resin (except the
Tungsten electrodes which are in electrical contact with the
fluid).
The primary (direct) output voltage between electrodes
v ∼ ux Bmd is low, of the order of 100 μV/m s−1. It is fed into
an AD8221 differential amplifier with a gain of 100, located
at the end of the probe housing.
All measurements discussed in the present manuscript
were digitized with National Instruments digitizers. In the gal-
lium pipe flow experiment (Perm), the signals were digitized
using a NI9239 digitizer at a 2000 Hz acquisition rate, with
y
z
x
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16 mm
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ux
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sensing area
ux
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ux
z
FIG. 2. (Color online) Cross sections of the pipe flow and inserted magnetic-
distortion probe.
24 bit resolution. In the von-Kármán gallium flow (Lyon), the
signals were digitized using a PXI-4472 digitizer with 24 bit
resolution at various acquisitions rates (when not specified,
the default rate is 1000 Hz).
C. Gallium pipe flow
The magnetic-distortion probe has been calibrated in a
loop pipe flow at the Institute of Continuous Media Mechan-
ics (ICMM), Perm, Russia. The details of the experimental
setup can be found in Ref. 14. It consists of a 10 m long
closed pipe flow, where the fluid motion is provided by an
inductive 3-phases electromagnetic pump fed with 50 Hz al-
ternating current. The fluid flow rate can be varied from 0
to 0.2 l s−1 either by modifying the current amplitude in the
pump or partly closing a valve in the loop. The channel cross
section is circular, with inner diameter 2Rp = 26 mm. The
channel is made of stainless steel and is electrically grounded.
The circuit is filled with a gallium alloy (Ga 87.5%, Sn 10.5%,
Zn 2%) having the following properties: electrical conductiv-
ity σ = 3.56 106 S m−1, density ρ = 6256 kg m−3, and kine-
matic viscosity ν = 3.1 10−7 m2 s−1.
A simplified one axis magnetic-distortion probe has been
inserted in the 26 mm inner diameter channel flow as dis-
played in Fig. 2. The probe is housed in a 16 mm diameter
grounded stainless steel housing, and measures the stream-
wise component of the velocity ux . In this configuration, the
location of the Hall-effect magnetic sensors is x1 = 4.7 mm
away from the magnetic axis of the permanent magnet. Since
in this setup no precise temperature is available, the use of the
pseudo-differential scheme is indeed very useful, accounting
for the corrections of the offset variations of the magnetic sen-
sors with the temperature.
A calibrated dc electromagnetic flow meter in the channel
flow gives access to the absolute value of the flow rate.
D. von Kármán gallium flow
Further investigations of the dynamics of the magnetic-
distortion probe were made in a fully turbulent von-Kármán-
type gallium flow. This flow is produced by the rotation
of two impellers inside a stainless steel cylindrical vessel
filled with liquid gallium, as sketched in Fig. 3(a). The cylin-
der radius R is 97 mm and its length is 323 mm. The im-
pellers have a radius equal to 82.5 mm and are fitted to a
set of eight blades with height 10 mm. They are separated
by a distance H = 203 mm. The impellers are driven by two
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FIG. 3. (Color online) (a) Sketch of the von-Kármán gallium flow. Schematic
structure of the time-averaged flow (b) in the co-rotating regime (F2 = −F1)
and (c) in the counter-rotating regime (F2 = F1).
ac-motors which provide a constant rotation rate in the inter-
val (|F1|, |F2|) ∈ [0.5, 25] Hz.
The system is cooled by water circulation located behind
the driving impellers; the experiments are run at temperatures
between 40 ◦C and 48 ◦C (temperature is kept constant
during one run). Liquid gallium has density ρ = 6.09
× 103 kg m−3, electrical conductivity σ = 3.68 × 106 S m−1,
hence a magnetic diffusivity λ = (μ0σ )−1 = 0.29 m2 s−1. Its
kinematic viscosity is ν = 3.1 × 10−7m2 s−1. The integral
kinematic and magnetic Reynolds numbers are defined as
Re = 2π R2 F/ν and Rm = 2π R2 F/λ. Values of Rm up to 5
are achieved, with corresponding Re in excess of 106.
In the present case, the flow is driven in the “counter-
rotating” regime (F1 = F2 = F). The time-average structure
of the flow is sketched in Fig. 3(b): it consists of two cells ro-
tating with opposite toroidal velocities and two recirculation
loops close to the impellers, separated by a large shear-layer
in the mid plane.
The magnetic-distortion/potential probe is housed in a
20 mm diameter stainless steel tube and is located in the mid
plane between the two impellers (refer to Fig. 3(a)) at a radial
location r = R/2. In the sequel, we will restrict the discus-
sion to the characterization of the signals probing the velocity
along the azimuthal direction, i.e., the ux component, since
the variation of this velocity component with the forcing is
the most significant. Note that in this configuration, the Hall-
effect sensors are located 7 mm apart from the magnetic axis
of the permanent magnet.
III. CALIBRATION OF THE MAGNETIC-DISTORTION
PROBE IN THE PIPE FLOW
In this section, the theoretical calibration factor relating
the value of the bx component of the magnetic field to the
ux component of the velocity field in Eq. (2) is compared to
an experimental value obtained in the Perm pipe flow. This
calibration procedure is then discussed.
The direct time series for both the magnetic-distortion
probe and the flow meter are shown in Fig. 4(a) (the signals
have been low-pass filtered at 10 Hz, to filter out the 50 Hz
component from the electromagnetic pump). The magnetic
distortion probe gives a signal proportional to the flow rate in
the pipe. The advantage of using a pseudo-differential scheme
can be clearly observed in Fig. 4(b), where the simultaneous
time series of the liquid metal temperature and the value of
the induced magnetic field from one single sensor (say bx1)
are displayed. When using one single sensor, a clear temper-
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FIG. 4. (Color online) (a) Direct time series of the flow rate from the dc elec-
tromagnetic flow meter (upper curve, left ordinate axis) and induced magnetic
field (lower curve, right ordinate axis) in the pipe flow for increasing followed
by decreasing values of the current in the pump. (b) Direct time series of the
fluid temperature (upper curve, left ordinate axis) and induced magnetic field
at location x1 (lower curve, right ordinate axis) for the same conditions as (a).
(c) Evolution of the induced magnetic field as a function of the flow velocity
deduced from the dc electromagnetic flow meter (the two curves correspond-
ing to increasing and decreasing values of the flow velocity).
ature variation is observed and cannot be easily corrected for.
The pseudo-differential scheme thus provides (i) a direct tem-
perature compensation and (ii) an increase in the sensitivity.
The value of the velocity in the pipe can be calculated
from the flow rate Q assuming a (uniform) turbulent profile
for the velocity, since the kinetic Reynolds numbers are above
2000 most of the time. However, at the probe location, the
cross-section of the flow is 74% of the circular flow section, so
that ux = Q/(0.74π R2p) (i.e., the maximum streamwise ve-
locity being of the order of 0.4 m s−1 ). The evolution of the
measured induced magnetic field bx1 − bx2 as a function of
the fluid velocity is displayed in Fig. 4(c). The linearity of the
measurement shows that the magnetic-distortion probe indeed
measures the fluid velocity.
From these measurements, it is possible to derive an ex-
perimental calibration factor 0.6 ± 0.07 G/m s−1 (the 0.53
and 0.67 calibration factors are displayed in Fig. 4(c)).
It is possible to compare this experimental calibration
factor with a theoretical factor. The calculations done in
Ref. 12 assumed the presence of a small magnetic dipole.
The magnetic field created by small elongated NdFeB per-
manent magnet used in our prototype is compatible with a
dipole of amplitude 22 mA m2 centered at h′ = 2.8 mm.
With the theoretical geometrical factors of our probe design
(x1 = 4.7 mm, h = 2.5 mm), the calculation gives a theoreti-
cal calibration of 1.9 G/m s−1 (accounting for the fact that the
recorded signal is the sum of two induced magnetic fields bx1
and bx2).
Although the theoretical calibration is of the right or-
der of magnitude, the discrepancy with the experimen-
tal value is likely to be due to the strong dependence of
Eq. (2) on geometrical factors. A calibration procedure is,
thus, needed for every magnetic-distortion probe realization,
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since geometrical factors are of leading order. It is important
to note here that most of the velocimeters in conducting flu-
ids also require a precise calibration procedure, since they
also strongly depend on geometrical factors (electrode loca-
tion and length for electromagnetic velocimeter; geometry for
reaction-based and Lorentz-force velocimetry).
The calibration of the magnetic-distortion probe in a cal-
ibrated pipe flow thus showed that:
 the induced magnetic field bx1 − bx2 is indeed propor-
tional to the fluid velocity ux;
 the differential scheme increases the sensitivity and is
provides a direct temperature compensation;
 the experimental calibration factor is close to the theo-
retical calibration factor. As geometrical factors have
a dominant contribution in the calibration factor, a
calibration procedure is required for the magnetic-
distortion probe, as is for the more usual velocimeters
used in conducting fluids.
From these measurements in the pipe flow, the locality
of the velocity measurements is not easily determined; an es-
timate of the flow volume probed by the magnetic-distortion
probe is detailed in Sec. IV B.
In the remaining of the text, one will, thus, use the
notation “velocity” for the measurements of the magnetic-
distortion probe.
IV. PROBE CHARACTERIZATION IN FULLY
TURBULENT FLOWS
A. Measurements of flow fluctuations
In the von-Kármán gallium flow, the typical flow veloc-
ity 2π RF can reach values of 10 m s−1, with high level
of fluctuations, providing a test facility for the magnetic-
distortion probe in ranges unexplored in the pipe flow. How-
ever, contrary to the pipe flow, there is no calibrated velocime-
ter available in the von-Kármán gallium flow; the design of
our probe nevertheless incorporates a usual reference poten-
tial probe that was shown to accurately probe turbulent fluid
velocities.13 All results discussed in Secs. IV and V will be
non-dimensionalized. In the remaining of the manuscript, the
x-axis component of the velocity measured by the reference
potential probe will be denoted upotx , while the x-axis com-
ponent of the velocity measured by the magnetic-distortion
probe will be denoted umag distx . The presence of the probe
shaft in the flow vessel indeed modifies the flow character-
istics as compared to the ones obtained without probe shaft.
However, the modifications of the flow features (mean flow as
well as turbulent fluctuations) are similarly probed both by the
reference potential probe and the magnetic-distortion probe:
our setup is thus suitable for a quantitative comparison of the
capabilities of the two velocimeters.
At the probe location, the flow characteristics are the fol-
lowing: the time-averaged velocity is zero, while the turbulent
fluctuations standard deviation is of the order of π RF . The
evolution of the standard deviations of the reference potential
probe and of the magnetic-distortion probe as a function of
the impellers rotation rate is displayed in Fig. 5. This graph
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FIG. 5. (Color online) Evolution of the standard deviations of the probed
velocities as a function of the forcing frequency F in the von-Kármán flow.
shows the capability of the magnetic-distortion probe to ac-
curately measure fluctuating velocities up to a few m s−1.
A closer investigation of the dynamics may be gained
by analyzing the simultaneous time series of the reference
potential probe upotx (t) and of the magnetic-distortion probe
u
mag dist
x (t), as shown in Fig. 6. A clear correlation can be ob-
served between the two signals at low frequencies. The bot-
tom panel of Fig. 6 shows that the magnetic-distortion probe
signal filters out fast variations of the velocity field. The cor-
relation between the two signals displayed in Fig. 6 is 0.77.
Note that the value of the correlation between the two sig-
nals slightly depends on fine details of the probe geometry
(as for the calibration process): values between 0.7 and 0.83
were obtained for different probes with similar operational
conditions.
B. Dynamical response
In this subsection, we will focus on the dynamical aspects
of the magnetic-distortion probe.
Typical correlation functions are given in Fig. 7 as a func-
tion of the normalized time t · F . The correlations are defined
as Cab(τ ) =
∫
a(t + τ )b(t)dt for signals a(t) and b(t). The
correlation-function C
u
pot
x u
mag dist
x
is peaked at zero time lag at a
value of 0.77, i.e., the two signals are synchronous and highly
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FIG. 6. (Color online) Time signals of reference potential probe and
magnetic-distortion probe in the von-Kármán flow in the counter rotating
regime – 20 kHz acquisition rate.
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FIG. 7. (Color online) Typical correlation functions in the counter-rotating
regime, forcing at F = 10 Hz. See text for details.
correlated . The correlation-function C
u
pot
y u
mag dist
x
is nearly zero
for all time lags. The magnetic-distortion probe implemented
here is thus really a 2-axis velocity probe.
Let us investigate in details the correlation C
u
pot
x u
mag dist
x
and
compare it with the autocorrelation function Cupotx upotx . Both
correlation functions show similar correlation times, with a
fast decorrelation time of the order of Ti/3 and a slower dy-
namics with typical time scale 3Ti , where Ti = 1/F is the
integral turn-over time. One notes a slight asymmetry of the
cross-correlation function (which is also present when consid-
ering the signal of only one Hall-effect sensor). When filtering
out fluctuations above 3F , the asymmetry of the correlation
function disappears (not shown). This asymmetry is thus as-
cribed to induction effects from a turbulent field, as discussed
below. Note that there is also a slight increase in the correla-
tion when filtering out high frequency fluctuations (from 0.77
to 0.8 for the signals plotted in Fig. 7).
Details of the dynamics may also be obtained by com-
puting the spectral coherence between the reference potential
probe and the magnetic-distortion probe. Figure 8 shows the
evolution of the spectral coherence as a function of the fre-
quency f , normalized to the impellers rotation rate F , for
increasing values of the impellers rotation rate F from 4 to
16 Hz. For the highest impeller rotation rates (F ≥ 10~Hz),
all curves align on a master curve, while for the lowest ro-
tation rates the signal-to-noise ratio decreases and results in
a homothetic transformation of the master curve. This curve
can be split into three distinct parts:
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FIG. 8. (Color online) Spectral coherence between the reference potential
probe upotx and the magnetic-distortion probe umag distx as a function of fre-
quency f normalized to the impellers rotation rate F in the counter-rotating
regime. Increasing rotation rate F are referred in the inset.
 At low frequencies ( f < 2F), the coherence is nearly
constant with values in the range [0.55:0.7]. The value
of the correlation coefficient is reminiscent of the val-
ues of the spectral coherence at low frequencies, since
most of the energy of the signal is present at low fre-
quencies.
 At intermediate frequencies (2F < f < 10F), the
spectral coherence decreases before reaching a plateau
around 0.35-0.5.
 At large frequencies (10F < f ), the spectral coher-
ence quickly reaches zero.
These features show that the magnetic-distortion signal
probes the dynamics of the fluid velocity up to twice the forc-
ing frequency.
The three regimes described for the spectral coherence
master curve can be explained when investigating the power
spectral density (PSD) of the signals. Figure 9 displays the
normalized PSDs of the reference potential probe (full line)
and the magnetic-distortion probe (dashed line). Noise fig-
ures were obtained with no motion of the impellers, the
probe being inserted in the vessel, filled with liquid gallium.
The velocity signals were obtained at a forcing frequency F
= 10 Hz. The noise level for both probes has been chosen
as the reference 0 dB level. For the potential probe, this
corresponds to the digitizer noise figure. For the magnetic-
distortion probe, the noise level is set by the noise figure of
the magnetic sensor used. As specified in the magnetic sensor
HAL 401 application note, a passive low-pass filter was im-
plemented between the sensor and the amplifier, with a cut-off
frequency around 2 kHz (as observed in the PSD of Fig. 9).
The 0 dB level of the magnetic-distortion probe was thus cho-
sen as the noise level of the magnetic sensor one decade below
the low-pass filter cut-off frequency. The PSDs of the mea-
sured velocities are displayed as a solid curve for the reference
potential probe upotx and as a dashed curve for the magnetic-
distortion probe umag distx .
Let us first investigate the PSD of the reference poten-
tial probe. As expected for turbulent hydrodynamic signals,
the energy is injected at large scale and cascades towards
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FIG. 9. (Color online) Power spectral densities of noise figure and velocities
in the counter rotating case at F = 10 Hz as a function of the normalized
frequency ( f/F). Upper solid curve corresponding to upotx , middle dashed
curve corresponding to umag distx in the counter rotating regime, and lower
curves correponding to noise figures (see inset). Acquisition rate: 20 kHz.
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smaller scales with a k−5/3 scaling. This turbulent cascade
is observed in the time-frequency PSD with a f −5/3 scal-
ing, observed over 1.5 decade above the injection frequency
(here f/F ∼ 1). The finite inter-electrode distance d intro-
duces a physical cut-off frequency of the measurement, which
might be estimated from simple arguments on conservation of
the turbulent energy  = u3l / l ∼ f 3l l2 as fc/F ∼ (R/d)2/3.
Bolonov et al.15 showed that fc/F = 1.5(R/d)2/3 ≈ 20.
The emergence of low frequencies dynamics, typical from
flows in such geometries, is observed below the forcing
frequency F .
Investigation of the PSD of the magnetic-distortion probe
also shows the low-frequency dynamics and half a decade of
the turbulent cascade (with a f −5/3 scaling). At frequencies
above 3F , the spectra shows a f −11/3 scaling. This scaling is
expected for the induced magnetic field from gradients of the
turbulent velocity field in a steady-state magnetic field.16 As
for the potential probe, a similar simple argument for the es-
timation of the cut-off frequency gives (R/2x1)2/3 F ∼ 3.3F ,
which is in accordance with the experimental value. The tem-
poral cutoff is thus ascribed to the spatial locality of the veloc-
ity measurements by probe. Both from experimental data and
Eq. (2), 2x1 appears to be the relevant spatial scale. Our pro-
totype probe spatial resolution is thus of the order of 14 mm.
We argue here that this scale is closely related to the geometry
of the probe and could easily be decreased by modifying the
probe design (optimizing the geometry of the locally applied
magnetic field and the sensors location).
From these remarks, the shape of the spectral coher-
ence displayed in Fig. 8 can now be better understood. The
highly correlated low-frequency part of the spectral coher-
ence ( f ≤ 2F) corresponds to the range of velocity measure-
ment by the magnetic-distortion probe. The range of moder-
ate correlation ( 4F < f < 10F) corresponds to a range of
frequency where the magnetic-distortion probe mostly probes
the induced magnetic field from the (local) velocity gradients.
Eventually, the high frequencies range (10F < f ) with zero
coherence corresponds to a range of frequencies where the
induced magnetic field is below the noise resolution of the
magnetic sensors. Note that the numerical values separating
these parts should only be considered as indicative since they
depend on the specific design:
 The cut-off frequency depends on the typical gradient
scale of the imposed magnetic field, and the location of
the magnetic sensor, i.e., the geometry of our prototype
probe.
 The velocimeter dynamics (50 dB for our prototype
probe) is closely linked to the resolution of the mag-
netic sensor used (the use of Giant magnetoresistance
sensors could increase the resolution).
V. VALIDITY OF THE METHOD IN PRESENCE OF A
LARGE-SCALE INDUCED MAGNETIC FIELD
The pseudo-differential nature of the magnetic-distortion
probe allows a correction from offset variation with opera-
tional conditions, but no correction from parasitic magnetic
fields. All results shown in Secs. III–IV have been obtained
in regimes where no spurious magnetic fields were present.
In this section, a method is proposed to extend the domain
of validity of the velocimetry method in the presence of spu-
rious magnetic fields. These parasitic magnetic fields could
be external magnetic fields (which could easily be subtracted
from the probed magnetic field by measuring the perturbing
magnetic field not too close to the fluid flow) or induced from
gradients of the velocity field (the (B0 · ∇)u in Eq. (1). This
latter case is the most difficult case to correct for, since the sta-
tistical and dynamical properties of the large-scale turbulent
induced magnetic fields (from velocity gradients to (B0 · ∇)u
term) are similar to those of the induced magnetic field from
velocity field ( (u · ∇)B0 term). We show that it is possible to
correct the measurement from the existence of a large-scale
magnetic field (both a steady-state magnetic field and a purely
fluctuating magnetic field).
In the presence of a large-scale, steady-state, and homo-
geneous magnetic field BL0 and close to the permanent magnet
BM0 , the source terms of the induction Eq. (1) can be divided
into two contributions:
 one term proportional to the large-scale magnetic field
and the gradients in velocity: the (BL0 · ∇)u term;
 two terms proportional to the localized magnetic field
BM0 : the (BM0 · ∇)u term and the (u · ∇)BM0 term . With
restrictions given in Sec. IV (i.e., for moderate fre-
quencies), the (u · ∇)BM0 term dominates and accu-
rately probes the fluid velocity.
Far away from the permanent magnet, only the first term
((BL0 · ∇)u ) obviously remains.
In Secs. III–IV, the velocity field was probed with a
pseudo-differential scheme. Analysis of the data showed
that all results remained unchanged when probing the in-
duced magnetic field only at one location (for instance x1 in
Fig. 1), if all operating conditions can be kept constant. Using
this property, we built a modified version of the magnetic-
distortion probe allowing for the correction of large-scale
magnetic field contributions, as displayed in the bottom panel
of Fig. 10. The difference from the version shown in Fig. 1 lies
in the location of the Hall sensors. One sensor probes the x-
component of the induced magnetic field at location (x1, 0, z1)
(which is the same location as in Fig. 1), and the other sen-
sor probes the x-component of the induced magnetic field
at location (−x1, 0, z2) with z2 = 13 mm > z1 = 3 mm. We
will focus our attention on a situation with a large-scale mag-
netic field BL0 applied from coaxial coils along the axis of the
von-Kármán flow as depicted in Fig. 10. The source terms in
the induction equation along the x-component are composed:
 (at location z1) of contributions both from the large-
scale magnetic field and from the localized magnetic
field: (ux · ∇)B M0 + (BL0 · ∇)ux ;
 (at location z2) of a single contribution from the large-
scale magnetic field: (BL0 · ∇)ux .
The correction scheme is the following: the induced mag-
netic field at location z2 is subtracted from the induced mag-
netic field at location z1 to correct for the large-scale magnetic
field contribution. In the counter-rotating regime, the large
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shear layer provides a very efficient large-scale source term
BL0 ∂ux/∂y, which is usually referred as the -effect in dy-
namo theory. The features of this induction effect have been
widely studied in turbulent von-Kármán flows:16–18 a time-
averaged induced magnetic field is efficiently generated by
the differential rotation, with turbulent fluctuations intensity
of the order of the time-averaged intensity. Along a radius,
the correlation of the induced magnetic field is large (of the
order of 0.98 for two locations 1 cm apart). These properties,
thus, allow us to consider bIx (z2) as a correct estimate of the
induced magnetic from the (BL0 · ∇)ux term at location z1.
As in Secs. III–IV, a reference potential probe is inserted
in the setup, for comparison and validation of the correction
scheme. In the sequel, we will refer to the induced magnetic
field bIx (z1) as the uncorrected magnetic-distortion probe
signal uuncorr mag distx ; we will refer to bIx (z1) − bIx (z2) as the
corrected magnetic-distortion probe signal ucorr mag distx .
Let us first investigate the standard deviations of the
signals when increasing the intensity of the large-scale
applied magnetic field BL0 for a constant flow forcing, as
shown in Fig. 11(a). The reference potential probe is not
influenced by the presence of such a moderate large-scale
applied magnetic field, as shown by the squares. The un-
corrected magnetic-distortion probe signal (displayed as
stars) increases with BL0 . This increase is associated with
the BL0 ∂ux/∂y induction term, which is linear in BL0 and
appears not to be correlated with the (ux · ∇)B M0 term, since
the increase is observed for low values of BL0 . The standard
deviation of the corrected magnetic-distortion probe signal
is displayed as dots in Fig. 11(a) and is kept constant for
moderate intensities of the applied magnetic field BL0 . The
correction scheme appears to be valid up to BL0 = 20 G,
which is remarkably high since, for this applied magnetic
field intensity, the standard deviation of the large-scale
induced magnetic field is three times larger than the locally
induced field.
The correction scheme might also be quantified by the
correlation between the reference potential probe and the
magnetic-distortion probe. Figure 11(b) shows that the cor-
relation for the uncorrected magnetic-distortion probe (stars)
quickly decreases as the large-scale magnetic field ampli-
tude BL0 increases. Since the large-scale induced magnetic
field contribution is dominant, even for moderate values of
the large-scale magnetic field, this feature is expected since
turbulent large-scale induced magnetic fields are not cor-
related with local turbulent velocity fields. The correlation
for the corrected magnetic-distortion probe is displayed in
the same graph, as dots. A large increase of the correla-
tion is observed when applying the correction scheme, which
also appears to be valid up to applied field of the order of
20 G. The correction is obviously not very accurate for
vanishing values of the applied magnetic field BL0 : the as-
sumption that, for the induced field at location z2, there
is no contribution from the localized magnetic field (per-
manent magnet) is, strictly speaking, not valid. The am-
plitude of the induced field B Ix (z2) with BL0 = 0 is indeed
around 20% of the amplitude of B Ix (z1). The simple imple-
mentation of the correction scheme presented here could of
course be improved by designing more carefully the probe
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FIG. 10. (Color online) Scheme of the experimental and the magnetic dis-
tortion probe in the presence of a large-scale applied magnetic field BL0 from
coaxial coils in the von-Kármán flow. For clarity, the electrode of the poten-
tial probe is not displayed.
(localized magnetic field configuration, location of magnetic
sensors).
The validity of the correction scheme can also be in-
vestigated in the time-frequency domain. Figure 12 displays
the PSD with and without the correction scheme. Once
again, the influence of moderate large-scale applied mag-
netic field intensities is shown to be negligible on the ref-
erence potential probe: no change in the PSD of the poten-
tial probe with BL0 = 0 (upper dashed curve) or BL0 = 15 G
(upper solid curve) is observed. On the contrary, the PSD of
the uncorrected magnetic-distortion probe at BL0 = 0 (lower
dashed curve) and BL0 = 15 G (middle solid curve) are
strongly different, especially at low frequencies, in a fre-
quency domain that was shown to be the most accurate for
the magnetic-distortion probe velocity measurement. The cor-
rected magnetic-distortion probe PSD (displayed as a lower
solid curve) is very close to the BL0 = 0 case, which shows
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FIG. 11. (Color online) (a) Evolution of the standard deviation as a func-
tion of the intensity of the large-scale applied magnetic field BL0 for the
uncorrected magnetic distortion probe uuncorr mag distx (stars), corrected mag-
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(squares). (b) Evolution of the correlation coefficient between upotx and
u
uncorr mag dist
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flow at F = 10 Hz.
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probe with no large-scale applied magnetic field (upper dashed curve) and
with BL0 = 15 G (upper solid curve). Associated power spectral densities
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(lower dashed curve) and with BL0 = 15 G for the uncorrected magnetic-
distortion probe (middle solid curve) and corrected magnetic-distortion probe
(lower solid curve). Counter-rotating flow at F = 10 Hz.
that the correction scheme indeed extends the domain of va-
lidity of the probe in the presence of large-scale applied mag-
netic fields.
The simple correction scheme introduced in this sec-
tion is shown to accurately probe turbulent velocity fields
in the presence of large-scale applied and large-scale turbu-
lent induced magnetic field. The correction is remarkably ef-
ficient, even with the extremely simple implementation, since
noisy turbulent induced magnetic fields three-times larger
than the useful signal are corrected for. As was pointed out in
Secs. III–IV, the experimental data presented here were ob-
tained with a simple prototype probe and the results could be
enhanced with an optimized probe design.
VI. CONCLUSION
A new local velocimeter for electrically conducting flu-
ids was introduced. The fluid velocity is computed from the
induced magnetic fluid due to the interaction of the moving
electrically conducting fluid with a localized applied mag-
netic field. Since the fluid velocity is inferred from the distor-
tion of a localized magnetic field, the velocimeter was named
“magnetic-distortion probe.” Based on previous calculations,
a simple prototype probe was built around an elongated per-
manent magnet, with integrated Hall-effect sensors as mag-
netic sensors for the induced magnetic field. The ability of
the magnetic-distortion probe to measure fluid velocity from
a few cm s−1 to a few m s−1 was shown in liquid gallium
flows. To summarize, the experimental tests of the prototype
magnetic-distortion probe thus showed:
 the proposed method allows to probe laminar as well as
turbulent fluid flow velocities in liquid gallium flows;
 the probe is a local probe; the locality of the measure-
ment is closely linked to the geometry of the probe,
namely, the largest of (i) the scale of the permanent
magnetic field gradient or (ii) the location of the mag-
netic sensor. In our simple prototype, it was shown that
the flow is averaged over 14 mm;
 the dynamics of our simple prototype is 50 dB for ve-
locities in the m s−1 range;
 fluctuations up to a few tens of Hertz were easily
probed;
 a simple correction method was implemented and
shown to increase the domain of validity, even in the
presence of parasite magnetic fields (even when the
statistical properties of these parasite magnetic fields
are similar to the velocity signal);
 no moving part nor electrical contact with the electri-
cally conducting fluid are required, easing implemen-
tation, sealing, and chemical compatibility in harsh en-
vironments.
We argue that the probe characteristics could easily be in-
creased by optimizing the probe geometry and magnetic field
sensors. Our prototype probe shares several features with the
dynamics of potential probe. However, the implementation
and use of the magnetic-distortion probe has several advan-
tages as compared to the potential probes: absence of mov-
ing parts, no sealing at the electrode location, no concern of
chemical compatibility nor wetting issues between the fluid
and the electrodes, no electrode contamination (either chem-
ical or physical), and ease of operation in electrically noisy
environments.
Our prototype results open a wide area of applications.
For instance, this velocimeter could be used in dynamo ex-
periments to probe how the velocity field is modified when
the dynamo magnetic field saturates. An attempt to such mea-
surements was made in the Karlsruhe dynamo experiment19
with potential probe. The use of the magnetic-distortion probe
in the von-Kármán Sodium experiment20 could provide useful
physical informations.
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